[Device for measurements of blood flow in the great retinal vessels of man (author's transl)].
A combined measuring unit for the Retinophot is described which can be used to determine the blood flow through the great retinal vessels. This method is possible by combination of the two-point photometry with length measurements by means of rocking-plate micrometry. The first measuring results are presented.